Prost hetic suspension plays a significant role in ensuring the secure attachment of prosthesis to the residual limb. There is a strong correlation between the vertical movement within the socket, or pistoning, and the prosthetic suspension method. There is also evidence that patient satisfaction is associated with appropriate suspension.1Y3 Therefore, it is recognized that pistoning measurement is helpful for clinicians and researchers who wish to improve suspension systems and decrease the adverse effects of pistoning movement.
Prosthetists rely on their experience and the technical information provided by manufacturer to choose appropriate liners for their patients.6 There is a wide variety of suspension systems available for lower limb prostheses, of which, silicon liners are frequently used.1 Silicon liners were first introduced in 1986. Their main advantage was claimed to be better suspension compared with other soft sockets such as polyethylene foam (Pelite) liners because of enhanced bond with the residual limb.7Y10 When attempting to understand the effectiveness of a prosthetic suspension system, the amount of pistoning may be considered as an indicator.9 One of the most recent prosthetic liner types, the Seal-In X5 liner, is a suction suspension liner that provides a hypobaric sealing membrane around the silicon liner without an external sleeve or shuttle lock (Fig. 1AYD) . It was invented by O¨ssur (Reykjavik, Iceland) to reduce the pistoning movement inside the socket through increased contact surface with the socket wall. It is also said to distribute pressure evenly in a manner that prevents discomfort at the end of the residual limb.
In the literature review, no comparative study was found regarding the effect of Seal-In X5 and locking liners on prosthetic suspension and satisfaction.
Therefore, the purpose of this study was to clinically investigate the effects of two suspension systems on a subject with bilateral transtibial amputation.
CASE REPORT
This report describes the study that was conducted with the approval of University of the Malaya Ethics Committee. The research involved a 51-yr-old female volunteer whose lower limbs were amputated (bilateral transtibial) because of peripheral vascular disease. The patient had been classified with the mobility grade K2 (the ability to ambulate and cross environmental obstacles such as stairs, curbs, or uneven surfaces) according to the American Academy of Orthotists&Prosthetists grading system.11 She had bony residual limbs with adventitious bursa12 and no soft tissue or muscle at the distal end ( Fig. 2A, B) . (Fig. 3AYC) to measure the real displacement on the photographs; and (4) markers (two on the socket and two on the liner).
In different static positions, photographs were taken from a fixed distance in such a way that the markers and the reference rulers could be clearly observed. We also made sure that they were not at an angle from the camera stand. The static positions consisted of (1) (Fig. 4) and skin traction and pain at the end of the residual limbs. The subject also found the prostheses to be more comfortable during walking because, according to her, the pressure was distributed uniformly at the distal end of the residual limbs.
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